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'  This  technical  report  describes  Ildar  measurements  and  results  using  thf  U-. 9 .  A rmy 
Atauaphorle  Keienees  laboratory 'n  10.6-u»  Ildar  and  the  SRI  Mark  IX  (0.7*uw)  Ildar 
systems  during  the  Dusty  Infrared  Test-I  (DIRT-I).  The  test  was  conducted  at  the 
White  Sands  Missile  Range  In  October  1978.  ^Transmi salon  comparisons  are  made  between 
the  two  wavelengths  with  artillery  barrages,  TNT  explosions,  and  oil/rubber  fire- 
generated  dust  and  smoke  clouds  In  a  test  rone  midway  (1  km)  along  the  Ildar  path. 

A  target  at  the  end  of  the  Ildar  path  provided  a  reference  backacatter  return  for  the 
transmission  measurements.  Backscatter  properties  of  the  duat  and  smoke  clouds  are 
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Results  of  the  PIRT-I  program  indicate  that  the  broad  particle  sire  distribution 
present  in  the  dust  generated  at  WM  re  l.aitdi^  produce  '  little  if  any  wavelength 
dependent  transmission  effects.  The  few  observed  exceptions  where  greater  10.6-pm 
transmission  is  indicated  generally  can  be  explained  by  the  presence  of  wavelength- 
dependent  smoke  along  the  optical  path,  which  is  also  generated  by  the  detonations. 
Backseat tcr-to-transwlsslon  relationships  are  grossly  related  but,  in  general,  are 
quite  nonlinear,  as  can  be  expected  when  multiple  and  specular  scatter  by  the  large 
particles,  as  well  as  strong  attenuations,  are  involved.  The  oil/rubber  fire  gen¬ 
erated  dense  black  smoke  that  was  totally  opaque  to  the  0.7  urn  lidar,  while  the 
li'.s  .m  transmission  measurements  indicate  a ^worse-case"* transmission  of  approxi¬ 
mately  6  * . 
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1  INTRODUCTION 


Two -wave length  Ildar  measurements  were  made  during  the  Dusty  Infra¬ 
red  Test  I  (PIRT-I)  (  rogr.im  conducted  at  White  Sands  Missile  Range  (WSMR) 
in  October  1978.  The  U.S.  Array  Atmospheric  Science  Laboratory's  10.6-um 
wavelength  lidnr  system  (ASL-lidar)  and  SRI  International's  0.7-i.m  ruby 
Ildar  system  (MK-IX)  were  operated  over  a  common  2-kra  optical  path  during 
the  DIRT-1  test.  Static  TNT  charges,  artillery  rounds,  live  artillery 
barrages,  and  an  oil/rubber  fire  generated  dust  and  smoke  clouds  In  a  test 
zone  midway  (1  km)  between  the  Ildar  systems  and  a  beam-stop  Ildar  target. 

Primary  Ildar  backseat  ter  data  for  both  wavelengths  were  recorded  on 
magnetic  tape  using  the  Mark  IX  Ildar  data  system  while  independent 
I0.f>-um  Ildar  transmission  data  were  recorded  on  strip  chart  In  the  ASI. 
Ildar  van.  Photographs  were  also  taken  every  30  to  60  seconds  during 
each  event  of  range-resolved  10.6-^ra  backscatter  amplitude  data  (A-scope 
presentations).  TV  video  recordings  of  the  Ildar  optical  path  wore  also 
taken  during  the  DIRT-1  events  for  safety,  additional  documentation,  and 
as  an  operational  aid. 

In  this  report,  an  outline  of  the  two  systems  and  the  two-svstem 
Interface  will  first  be  presented,  followed  by  a  discussion  of  operation, 
data,  and  processing  required  to  derive  transmission  comparisons.  Selec¬ 
ted  events  will  be  discussed  In  detail  in  the  text,  and  two-wavelength 
comparison  data  for  each  event  on  the  last  two  davs  of  testing  will  be 
appended.  In  addition,  ASI.  Ildar  backscatter  photographs  and  strip  chart 
data  for  the  earlier  events  will  be  discussed. 

It  should  be  noted  that  while  this  report  Is  primarily  a  DIRT-I 
program  Ildar  data  report  and  review,  a  malor  oblectlve  of  the  Ildar 
par t ic Ipat ion  during  this  test  was  to  evaluate  the  performance  of  the 
ASI  Ildar  svstera  and  to  exiralne  mul t lwave length  Ildar  techniques  for 
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measurement s  of  optical  properties  of  battlefield  dust  and  smoke.  There¬ 
fore,  the  conclusions  and  recommendations  at  the  end  of  this  report  will 

address  these  objectives  as  well  as  the  data  results.  Documentat Ion 

1  • 

regarding  the  ASI.  Ildar  has  been  submitted  as  Technical  Report  2  on 
this  contract. 


*  References  are  listed  at  the  end  of  this  report. 


1 1  BACKGROUND 


Re.  ent  military  Inter,  t  In  methods  to  measure  real-time,  three- 

11"  er  s  ion. i  1  distribution*  of  densltv  and  optical  parameters  of  dense 

'"oki  and  dust  clouds  led  to  a  two-wave length  (0.  7-..m  and  10.f>-^m)  Ildar 

experiment  to  iolle,  r  bush  data  on  generated  smoke  clouds.  The  first 

experiment  was  conduct-. i  at  Dugwav  Proving  Grounds  in  late  1977.  Results 

2 

of  this  Initial  experiment  ire  reported  In  Technical  Report  No.  1*  on 
this  iontract  and  were  generally  consistent  with  theoretical  data  rela¬ 
ting  to  lerosol  part lcle-sl/e  distributions.  The  Dugway  test  clearlv 
illustrated  both  tbe  usefulness  of  long -wave length  Ildar  for  detection 
of  large  particle-sire  aerosols  and  Its  ability  to  penetrate  small 
pur t 1 .] e-si  re  aerosols.  The  encouraging  results  of  this  first  two-wave- 
lengt*  Ildar  tield  test  led  to  the  construction  of  an  improved  10.b-;jm 
1  l  iar  system,  the  AS1  Ildar,  which  incorporated  recommended  Improvements 
resulting  ! rom  the  Dug wav  testa.  The  construction  of  the  ASI  Ildar  was 
•nplcted  In  time  to  participate  in  the  scheduled  field  programs  at 
White  Sands,  New  Mexico  < 01 RT- 1  October  1978)  and  the  SMOKF  WFEK-II  in 
November  1978  at  Kg) In  Air  Force  Base,  Florida. 

The  primary  objective  of  the  DIRT-1  program  is  to  evaluate  various 
techniques  t  measure  physical  and  optical  properties  -'I  battlefield  dust. 
Tt>e  lidar  technique  represents  one  of  the  most  promising  techniques  being 
evaluated  h\  the  ASI  .  Following  the  D1RT-I  test  the  AM  and  SRI  MARK  IX 
Ildars  participated  In  the  5MDKF-WFFK- 1 1  program  in  Florida.  The  SM0KE- 
WFEK-11  data,  which  were  gathered  under  funding  bv  ASI.  and  ARO,  are  now 
being  evaluated  and  will  be  Included  In  the  final  report  on  this  current 
ARO  cont  ract . 


11!  F.QU I FMFNT  AND  OPERATING  PROCEDERE 


The  following  descriptions  out  lino  the  equipment  and  procedures 
used  during  the  DIRT-1  program;  the  illustration  in  Figure  1  indicates 
the  general  experim.-nt.il  conf  lgurat  ion.  A  detailed  site  description 
ray  he  (  'und  in  Reference  1. 

A.  ASL  Lldar 

The  AS1  Ildar  is  a  10.h-..m  wavelength  system  which  is  Installed  in 
the  AST’s  laser  Doppler  veloclmeter  (I.DV)  laser  van.  Specifications  for 
the  sv. tern  are  given  in  Table  1  and  a  detailed  system  description  can  be 
found  in  Technical  Report  So.  2*  on  this  contract.  Basically  the  svstem 
is  made  up  of  two  major  svstem  components:  (1)  a  pulsed  CO,  laser  that 
generates  .«  very  short,  high  peak  power  1R  pulse  transmission,  and  (2) 
i  narrow  f ie ld-of-vlew  optical  receiver  that  collects  the  backs, at tered 
energs  and  directs  the  signal  to  an  1R  drirtlor.  After  detection  and 
logarithmic  amplification,  the  signal  is  digitized  by  a  high-speed  trans¬ 
ient  recorder  which  pr.  vides  range-resolved  backscatter  amplitude  data 
output  In  both  digital  and  digitally-reconstructed  analog  (DAC)  formats. 
The  digital  output  Is  primarily  Intended  for  recording  and  processing  use 
while  the  DAc  output  is  useful  in  observing  the  real-time  backscatter 
returns.  A  functional  diagram  of  the  ASI  Ildar  is  shown  in  Figure  2. 

B.  Mark  IX  Lldar  Svstem. 

The  Mark  IX  lldar  system  is  a  self-contained  mobile  svstem  operating 
at  the  rubv  wavelength  of  0.f>94  3  „m.  Details  of  the  system  and  specifi¬ 
cations  are  shown  in  Figure  3  and  a  complete  description  is  given  in 
Reference  4. 

A  principal  feature  of  the  Mark  IX  system  is  its  digital  data  re¬ 
cording,  processing,  and  display  svstem  for  real-time  viewing  of  range- 
resolved  backscatter  data  In  both  A-scope  and  range-time-intensity  (RTI) 
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ASl  I  I  PAR  SPECIFICATIONS 


System  Component 

Spec i f lent  ion 

Comment  s 

T  ransml tier 

Manufacturer 

l.umon  1  c s  Research  Ltd., 
Model  TKA-101-2 

Type 

CO  2 

Wave  length 

1 0 .  h  iiW 

Beam  .I  i  •  t*  r 

1.1  cm 

Beam  divergence 

1.2  mrad 

Ope rat  ion 

pu 1 sed 

F-  orgy 

2  SO  ml 

'■■■•  nitrogen  gas 
mix 

Pu 1 sewi d th 

75  ns  (FVHM) 

PRF  (maximum) 

1  pp« 

Receiver 

Te  1  esc ope 

12-lnch  ( 10  cm) , 

Newtonian 

I.DV  primary 

F  i e Id  of  v 1 ew 

1.2)  mrad 

Detector 

Hone well  Associates; 
HgCdTe  photodiode; 

•  10  V  - 1 

D  *  1  .  )  x  10  cmHz  M  ; 

100  MHz  BW 

LN; -coo led 

Appendix  C ^ 

Pos  t  amp  1 1  f  1  «•  r 

1  inear:  2*>  dB  gain, 

100  MHz  BW 

I  og :  tangent  1 al 
sensitivity  -111  dBr; 

•0.5  dB  linearity  over 
R0-dB  range:  1  5-ns  rise 
t  ime 

Appendix  H ' 

presentations.  The  recorded  data  can  be  processed  after  the  event  on  the 
Mark  IX  system's  computer  (PDP-11)  or  reformatted  for  processing  on  a 
large,  more  versatile  computer  system.  The  latter  processing  is  preferred 
since  there  is  generally  only  enough  time  to  perform  spot-check  analysis 
in  the  field  due  to  the  large  amount  of  data  collected  during  a  field  pro¬ 
gram.  Also,  more  efficient  software  can  be  utilized  on  a  larger  machine 
and  more  useful  plotting  peripherals  are  available. 
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In  addition  to  recording  Ildar  data,  the  Mark  IX  Is  equipped  with 
an  Integrating  nephelometer  that  measured  the  In  situ  aerosol  scattering 
ci'offli  lent.  Tills  data  Is  also  recorded  on  the  data  svstem  for  post¬ 
event  analysis. 

i  .  Two-Wavelength  I  ldar  Interlace 

1  .  iiirront  ASI  Ildar  svstem  Is  not  equipped  with  a  recording  capa- 

•  tilt  is  its  associated  lonputer  van  is  being  utilised  on  other  ASI.  pro- 
rams.  1  .r.’vl.h  i  prc  esslng  capability  during  the  DIRT-1  program  and 

t  ■  tel  lowing  S*A'KF-WFFK- 1 1  program,  tin-  ASI  Ildar  hackscatter  data  were 
i.  rded  n  th<  Matk  IX  Ildar  data  system  on  an  alternate  record  basis 
wit  ids  itter  signatures  produced  bv  the  Mark  IX  Ildar.  The  block 
Mi.  r a-  wt,  In  Figure  *  details  the  Interface  connections.  Tin-  ASI 
'  it  n; rid  unit  pr  -vides  the  Ildar  firing  rates  while  Interface  con- 
tr  .igt  i I s  ire  developed  hv  a  twv'-lldar  Interface  unit.  Basically, 

V SI  Ildar  control  signal  (pre-trig  pulse)  is  sent  to  the  Ildar  lntor- 

•  i  .  i.  It  io.  ate.!  In  the  Mark  IX  lidJr  van;  here  control  signals  an  gen¬ 
et  i r <  !  r.  repare  the  data  svstem  to  accept  ASI.  Ildar  hackscatter  data. 

th«  ASI  Ildar  "fires"  It  sends  a  "laser  has  fired"  pulse  to  the 
v.ir»  IX  transient  re. order,  and  a  lO.h-.m  (ASI  Ildar)  hackscatter  record 
Is  Ilgltizc!  and  recorded  on  nlne-traik  tape.  The  Ildar  interlace  unit 
then  generates  a  second  set  of  control  signals  that  prepare  the  data 
svstem  to  accept  a  0.7-.m  (Mark  IX)  hackscatter  record  and  also  sends  a 
fir.-  pulse  t.  the  Mark  IX  rubv  fire-control  electronics.  When  the  ruby 
laser  fires,  .i  0.  7-.tr  hackscatter  record  Is  digitized  and  recorded.  This 
sequence  f  events  is  repeated  for  each  control  signal  from  the  ASI  Ildar. 
For  the  DIRT-I  program  the  firing  rate  was  set  for  every  2  s  with  a  O.S-s 
delav  between  the  10.6  . m  Ildar  firing  and  the  0.7  pm  firing. 


D.  Oyerat  t_n^  Procedure 

The  general  Ildar  operating  procedure  used  during  the  DIRT-I  program 
was  to  start  Ildar  operation  prior  to  an  event  In  order  to  record  a  suf¬ 
ficient  amount  of  pre-event  data  to  establish  reference  conditions  for 
bf.  kscatter  and  transmission  analysis.  Operation  would  continue  through 
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the  event  and  until  backseat  ter  conditions  regained  the  pro-event  values. 
Prior  to,  or  following,  the  scheduled  events  for  a  day  the  Mark  IX  lidar 
would  perform  and  record  a  standard  system  calibration  using  calibrated 
optical  attenuations.  The  Mark  IX  receiver  gain  control  gates  are  checked 
as  part  of  this  calibration  procedure.  The  AS1.  lidar  performed  a  simi¬ 
lar  calibration  but  used  lavers  of  low-density  polyethylene  sheets  placed 
in  the  transmit  beam  to  reduce  the  received  reference  signal  return.  By 
inserting  multiple  lavers  of  polyethylene  in  equal  amounts  per  step,  a 
receiver  linearity  and  dynamic  range  calibration  ran  be  made  bv  comparing 
the  changes  with  calibrated  electrical  attenuations.  The  calibration 
example  shown  In  Figure  5  is  an  example  of  a  tvplcal  calibration  recorded 
on  .1  strip  chart.  The  calibration  is  alao  digitally  recorded  on  magnetic 
tape.  The  electrical  calibration  on  the  left  is  performed  by  Inserting 
electrical  step  attenuations  between  the  receiver  detector  and  post- 
de  tec  tor  electronics,  while  the  attenuation  steps  on  the  right  are  pro¬ 
duced  bv  the  transmit  beam  attenuation  method.  Since  the  electrical 
calibration  can  be  performed  verv  easily,  a  calibration  was  generally 
recorded  either  before  or  after  each  event  when  the  reference  signal 
represented  clear-alr  conditions. 
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FIGURE  5  ASL  LIDAR  CALIBRATION  DATA 


IV  DATA  INVENTORY 


The  Ildar  data  collected  during  the  D1RT-I  program  are  In  several 
different  formats  as  follows: 

0.7  uin  and  10.6  urn  Digitized  Backscatter  Data— -These  primary  two- 
wavelength  data  were  recorded  on  magnetic  tape  for  all  events  following 
the  two-system  Interface  on  October  5,  1978.  Prior  to  the  system  inter¬ 
face  onlv  0.7-v.m  data  are  available  on  tape;  no  tape  data  are  available 
for  the  A1-A4  test  series  as  the  Hark  IX  did  not  arrive  on  site  until 
October  2,  1978.  It  should  be  noted  that  at  some  point  between  October 
10  and  13  a  digitizer  problem  developed  In  the  Mark  IX  digitizer,  degrad¬ 
ing  the  amplitude  resolution  of  digital  data  going  onto  tape.  The  prob¬ 
lem  was  traced  to  a  faulty  tri-state  semiconductor  device  controlling  the 
" 12"-we 1 ghted  bit  output  and  Is  the  cause  of  the  poor  resolution  evident 
in  the  October  13  data  presented  In  Appendix  A.  The  problem  was  solved 
prior  to  recording  the  October  14  data  (Appendix  B)  bv  using  the  ASI.  trans¬ 
ient  recorder  digital  output  card. 

10.6  ,,m  Strlj'  Chart  Data — This  data  (energy  output  and  target 
return  amplitude)  exist  for  all  events  In  linear  and  log-amplitude 
strip  chart  format.  The  strip  chart  data  have  been  digitized  using  a 
hand-trace  digitizer  so  that  the  data  ran  be  computer-processed.  Ex¬ 
amples  of  the  strip  chart  and  digitized  computer-processed  data  are 
shnwr.  in  figure  6.  The  upper  trace  on  the  strip  chart  data  Is  an  ex¬ 
ample  of  typical  10.6  un  energy  variations  during  a  data  run  (<  *  5t). 

The  lower  strip  chart  record  Is  an  actual  event  (A-4)  of  target  signal 
amplitude  variations.  The  computer-processed  transmission  plot  shown 
in  Figure  6b  was  derived  from  the  digitized  strip  chart  data. 


15 


tNlRGV 


CALIBRATION  DATA 


tabi.i  t  wt  Turn 

Ki'«l 


(bl  COMPUTfN  PNOCtSMO  OIClTI/fO  STRIP  CHANT  DATA 


FIGURE  6  ASl  UDAR  DATA  EXAMPLES  (A-S  E**nt| 


10.6  um  Range-Resolved  Backseat  ter  Photographs — A  Polaroid  photo¬ 
graph  sequence  of  10.6  cm  haekscatter  data  is  available  for  each  event, 
with  the  exception  of  D1-D4  and  F1-F4  when  the  AS1.  digitizer  developed 
problems.  Examples  of  the  range- resolved  haekscatter  sequences  are  pre¬ 
sented  in  this  report  (in  the  discussion  of  data  analysis  in  Section  V) 
along  with  transmission  plots  to  aid  in  understanding  transmission 
changes  taking  place  and  to  observe  cloud  structure  during  the  events. 

Table  2  is  an  Inventory  and  sun*nar\  of  data  collected  during  the 
DIRT- I  program. 

In  addition  to  the  above  data,  TV  video  records  (video  tape)  of  the 
lidar  optical  path  were  made  during  each  event.  A  review  of  this  data 
during  data  analysis  provides  helpful  information  about  conditions  such 
as  wind  direction  and  evidence  of  smoke  in  the  test  zone. 
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V  DATA  PROCESSING  AND  ANALYSIS 


A .  Processing 

Tv.  -W.ive  length  Data--The  digitized  two-wave  length  Ildar  data  taken 
during  the  DIRT- I  program  provides  the  most  useful  Ildar  Information 
ht. lined  because  it  ca.  be  processed  to  provide  a  variety  of  Information. 
In  this  report  we  have  processed  the  data  to  provide  transmission  com¬ 
parison-  between  the  two  wavelengths,  but  other  Information  such  as  com¬ 
ar  i  -on-.  !  range-resolved  backscatter,  optical  depth,  peak  backseat  ter , 

plume  opacltv,  or  profiles  of  relative  plume  density  can  also  be  derived. 
As  already  stated,  the  primary  purpose  of  this  program  was  the  evalua- 
tlon  ■:  the  capabilities  of  the  AS1.  Ildar  system  for  observations  of 
dense  smoke  and  dust  and  not  a  quantitative  evaluation  of  cloud  density. 

In  order  to  obtain  transmission  Information  from  the  backscatter 
target  returns,  a  calibration  relating  the  receiver  light  input  to  digi¬ 
tizer  output  must  be  derived  for  both  wavelengths.  The  calibration 
procedures  discussed  In  Section  IV  provide  this  Information. 

In  general,  the  Mark  IX  receiver  Is  well  characterized  with  respect 
to  laser  energy  bai Vse at tered  by  the  atmosphere  and  passive  reflective 
targets,  and  onlv  occasional  calibrations  are  required.  However,  because 
two  wavelengths  are  Involved  and  several  different  interface  configura- 
t Ions  were  evaluated  during  the  D1RT-I  pregram,  a  separate  calibration 
was  performed  each  dav.  Moreover,  the  problem  of  nonlinearity  In  re¬ 
sponse  to  the  high-amplitude  reference  target  signal,  as  observed  durinR 
the  Dugwav  program,  can  be  compensated  for  with  dallv  calibrations. 

This  was  not  a  problem  during  the  DIRT-1  program  because  more  operation¬ 
al  time  was  available  to  characterize  the  |.?sponse.  There  Is  no  non¬ 
linear  response  observed  In  the  10. b  data  as  Indicated  bv  the  cali¬ 
bration  record  shown  In  Figure  S. 

Having  established  the  two-wave  1  eng th  system  response  characteris¬ 
tics,  transmission  values  are  derived  by  comparing  the  signal  return. 


as  a  function  of  time,  with  respect  to  an  iivrragi'  value  obtained  during 
the  pre-test  (clear  air)  conditions.  Since  the  data  is  recorded  loga¬ 
rithmically,  the  data  must  first  hi-  linearized  before  !'<  rforming  the 
averaging  function  on  the  clear-air  values.  The  transmission  values 
derived  in  this  manner  experience  two-way  path  loss  attenuation  so  that 
the  apparent  transmission  losses  must  he  divided  bv  two  (?)  when  dis¬ 
playing  single-pass  transmission  values.  Visible  and  infrared  trans¬ 
mission  plots  are  shown  later  in  this  section  and  Appendices  A  and  B. 

ft .  Analysis 

An..lvsls  of  the  two-wave  length  Ildar  data  presented  in  Appendices 
A  and  B  indicate  that,  with  the  exception  of  events  C-2,  F-7,  and  0-1, 
little  difference  in  transmission  is  observed.  The  data  are  surprisingly 
consistent  regarding  recovery  times,  and  the  various  tw.  -wavelength  trans- 
-ission  feature  changes  (cloud  density  variations)  track  very  closelv. 

This  suggests  that  the  slight  differences  in  sample  time  (0.S  sec)  and 
optical  path  (approximately  2  m  in  test  zone)  do  not  represent  a  signi¬ 
ficant  problem  in  measurements  of  dust  clouds.  The  lack  of  wavelength 
dependence  in  the  measurements  Indicates  that  the  partiel<  size  distri¬ 
bution  in  the  generated  dust  clouds  at  White  Sands  is  quite  broad  and 
that  a  rather  substantial  proportion  of  larg*  particles  ' 0  , m 1  exists. 
This  is  consistent  with  preliminary  size  distribution  measurements  made 
during  two  events  (F-n  and  C-l)  of  the  D1RT-I  program.  The  two  dust 
events  that  Indicate  a  noticeabl-  t ransmi --sion  difference  are  the  C-2 
and  F-7  event-,  and  thev  in  addressed  in  detail  in  the  following  dis¬ 
cussions.  Also,  the  oil/rubber  fire  event  (C.-l)  will  be  disiussed. 

C-2 --Pc tobe r  10,  I9_78--This  event  wa  on*  of  two  large-scale  deton¬ 
ations  where  140-TST  charges  were  fired  simultaneously  in  a  uniformlv- 
distrlbuted  arrav  covering  a  substantial  area  cf  the  test  zone.  A  maior 
reason  for  the  large  coverage  was  to  minimize  the  effe  t  of  wind  dlror- 
t i on  on  the  results. 


The  10. n  .  m  hackscatter  rn  ord  .it  t  lmo  zero  (T«0)  In  Figure  7 
shows  that  a  clear  air  hackscatter  signature  exists;  that  Is,  only  atmo¬ 
spheric  scatter  and  the  scatter  from  the  reference  heam-stop  target  at 
2  km  are  observed  along  the  Ildar  path.  The  small  return  seen  at  100  m 
Is  off-axis  reflection  t rom  a  reflector  placed  there  to  provide  a  range 
mark  reference.  The  corresponding  time  on  the  transmission  plot  shown 
in  Figure  8  Indicates  a  value  greater  than  100?  for  the  10  ,.m  data  and 
less  than  100?  for  the  0.7  um  data  which,  of  course,  cannot  he  the  case. 

The  reason  for  this  anomalv  Is  that  the  pre-event  ha.kground  data  could 
not  he  used  In  this  case  to  establish  the  transmission  reference  signal 
because  the  detonation  shock  wav.  altered  the  Ildar  optical  alignments. 

For  this  reason,  post-event  conditions  were  used  to  establish  the  trans¬ 
mission  reference,  and  data  before  T*l>  should  be  Ignored.  At  7>2 
(Figure  7)  complete  blockage  of  the  2-km  target  signal  Is  observed  and 
Is  caused  bv  the  extremelv  dense  dust  cloud  In  the  test  rone.  The  very 
sharp  pulse  at  approximately  WO-m  range  Indicates  that  there  is  little 
penetration  Into  the  .  loud  bv  the  laser  pulse.  Bv  T  +  70  s  stratified 
cloud  structure  an  he  seen  in  front  of  the  main  cloud,  but  the  main 
cloud  densltv  still  blo.ks  anv  penetration.  This  condition  continues  In 
examples  T*1  min  and  T  +  2  min,  and  If  appears  that  the  verv  dense  cloud 
structure  Is  either  growing  In  sl/o  or  moving  in  the  direction  of  the 
Ildar.  Bv  T*1  min  the  .  loud  densltv  along  the  Ildar  path  Is  reduced 
such  that  the  target  return  is  now  observed,  and  densltv  structure  can 
he  observed  on  the  hai  k  side  <’l  the  cloud.  It  Is  also  obvious  that  the 
cloud  is  moving  toward  the  Ildar  Instrumentation  area.  The  transmission 
plot  (Figure  8)  shows  that  both  wavelengths  appear  to  recover  from  total 
t ransml ss f on  outage  at  the  same  time,  hut  by  T*7  min  (and  through  T+15 
mini  there  Is  a  definite  transmission  difference  between  the  10.6-um  and 
n. 7-um  wavelengths.  The  remaining  hackscatter  records,  T*4  through  T+lh 
min.  Illustrate  the  Ildar's  ability  to  track  dust  cloud  movements  and, 
in  this  .  is.-,  the  cloud  drifts  In  the  direction  of  the  Ildar  and  through 
the  Inst rumentat Ion  area. 

From  the  Ildar  data  presented  here  It  would  appear  that  there  is 
indeed  a  wavelength-dependent  mechanism  present  in  the  dust  cloud  gen¬ 
erated  in  this  event.  However,  since  onlv  one  other  dust  event  (F-7, 
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discussed  below)  indicates  anv  significant  difference  in  transmission 
the  C-2  data  was  re-evaluated  several  times  for  possible  errors.  No 
measurement  or  processing  errors  were  discovered,  but  a  review  of  the 
TV  observations  (which  also  im  lude  recorded  voice  comments)  indicates 
that  a  large  amount  of  smoke  was  geneialed  during  this  event  and  is  pro¬ 
bable  the  wavelength-dependent  mechanism  responsible  for  the  apparent 
anomalv  with  respect  to  the  other  data. 

(-'--October  1-.,  l_‘)7fi--Thls  event  consisted  of  three  statically- 
detonated,  lSS-mm  howitzer  rounds  slanted  at  a  10  angle  to  the  vertical, 
'.0)  m  below  ground  level,  covered  with  loose  fill,  and  placed  20  tr 
apart.  The  event  was  similar  to  the  other  ('-series  detonations  except 
•  >r  minor  orientation  and  placement  difference'-. 

Th«  F-7  event  is  t!,e  second  event  that  indicated  a  significant 
difference  in  transmission,  and  if  warrants  special  review.  The  back- 
scatter  data  sequence  shown  in  Figure  **  can  b<  interpreted  in  a  manner 
similar  to  that  for  the  prev loua 1 y-dl scussed  C-2  data.  The  absence  of 
any  target  return  in  the  first  photo  at  T*2  (7*0  photograph  nor  taken) 

indicates  total  bio. Wage  of  the  laser  beam;  the  vers  sharp  pulse  in  t hi 
•.•st  -one  Is  indli  itive  >t  llttl.  or  no  penetration  into  the  dust  cloud. 

TH  min  inrii.it.  lift!,  ch.ingt  other  than  t  h.  puls,  being  a  bit  wider, 
indi  it  ing  s  —  .■  penetration  (pul  -,  integral!  n  with  rang.  ).  Also,  the 
leading  edg<  of  1 1  .■  loud  has  -  v.  d  Inward  In  rang,  by  approximately  100  r  . 
Rv  T*f  min  the  loud  density  is  redu< ed  such  that  the  target  is  now 
visible  >n  the  backs, alter  signature  .  At  this  time  (and  through  T+4 
-in)  the  cloud  is  c  -ntained  in  a  vers  tight  volume  as  can  be  seen  bv  the 
lack  of  irregular  density  structure  1 n  the  cloud.  This,  however,  does 
not  implv  that  there  are  not  fine  density  variations  within  the  cloud; 
h  -ever,  within  tb«  range  resolution  capability  of  tfie  10. b  .  m  lirlar 
■  V'  m)  tb.  stricture  ippears  rather  uniform.  Within  this  time  frame 
(♦1  to  ♦.  minutes)  the  transmission  difference  between  0.7  ,m  and  10. b  „m 
is  signiff.ant,  as  seen  in  Figure  10.  The  transmission  plot  shows  that 
both  wavelengths  start  to  recover  from  total  outage  at  the  same  time  and 
b.'th  exhibit  the  same  general  recovery  shape.  The  10.b-.rn  t ransmi ss ion , 
however,  is  measurablv  greater  during  this  period.  After  T-».«  min  the 
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cloud  begins  to  break  up,  as  seen  In  the  remaining  backseat  ter  photo¬ 
graphs,  and  transmission  continues  to  recover.  The  difference  in  trans¬ 
missions  between  0.7  yin  and  10.6  ym  disappears  after  T+4  min  which  in¬ 
dicates  that  the  integrated  attenuations  of  the  multiple-plume  cloud 
structure  is  not  wavelength-dependent.  From  an  evaluation  of  the  data 
between  T+3  and  T+4  min  more  closely,  and  a  review  of  the  TV  recordings 
of  the  event,  it  is  quite  evident  that  the  wind  in  the  test  zone  during 
the  event  could  be  responsible  for  the  transmission  difference  if  there 
are  fine  densitv  variations  within  the  cloud.  Another  possible  expla¬ 
nation  is  that  wavelength-dependent  smoke  generated  along  with  the  dust 
cloud  is  present  during  that  lime  frame.  A  more  careful  look  at  other 
E-series  events  (Appendix  B)  indicates  that  there  is  a  small  but  similar 
anomaly  during  the  transmission  recovery  in  several  of  the  events. 

G-l — Oil/Rubber  Fire — The  last  event  in  the  DIRT-1  program  was  a 
diesel  fuel,  oil,  and  rubber  fire  burning  from  a  trench  in  the  center  of 
the  test  zone.  Targe  volumes  of  black  smoke  were  produced  for  a  period 
of  approximately  37  min,  but  due  to  the  variable  wind  conditions,  the 
plumes  of  smoke  moved  intermittently  in  and  out  of  the  Ildar  optical 
path.  Total  blockage  of  the  0.7-ym  transmission  was  observed  quite 
often  as  the  plumes  crossed  the  optical  path  as  seen  in  the  transmission 
plot  (Figure  11).  Tfie  transmission  plot  also  shows  that  the  10.6  ym 
transmission  was  never  totally  blocked.  The  backscatter  record,  which 
represents  the  maximum  attenuation  observed  and  is  also  shown  in  Figure 
11,  was  calibrated  after  the  event  in  clear-air  conditions  and  found  to 
represent  12.2  dB  attenuation  (about  6T  transmission).  Tills  large  wave¬ 
length  differential  is  similar  to  previous  smoke  test  data  results  whlcn 
were  explained  bv  relating  aerosol  extinction  at  the  two  wavelengths  to 
particle  size  distribution.  bse  of  the  same  analogy  would  suggest  that 
the  smoke  generated  in  the  DJRT-I  event  was  primarily  of  small  particle- 
size  particulates.  However,  preliminary  particle  size  distribution  data^ 
for  the  event  Indicates  that  the  particle  size  distribution  is  similar  to 
that  measured  during  the  dust  events  where  no  wavelength  dependence  is  ob¬ 
served.  Resolution  of  this  anomaly  will  require  an  analysis  bevond  the 
scope  of  this  report  and  will  require  a  knowledge  of  the  refractive  in¬ 
dices  and  absorption  coefficients  of  the  smoke  particulates. 
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VI  CONCLUSIONS  AND  RKCOMMLNDATIONS 


A .  Cone lus 1 ons 

Results  of  the  DIRT-I  program  Indicate  that  the  broad  particle  size 
distribution  present  in  tie  dust  generated  at  White  Sands  produces  little 
if  anv  wavelength-dependent  transmission  effects.  The  few  observed  ex¬ 
ceptions,  where  greater  lO.b-um  transmission  Is  indicated,  generally  can 
be  explained  by  the  presence  of  wavelength-dependent  smoke  along  the  op¬ 
tical  path,  which  is  also  generated  by  the  detonations.  Backseat ter-to- 
transmission  relationships  are  grossly  related  but,  in  general,  are  quite 
nonlinear,  as  ran  be  expected  when  multiple  and  specular  scatter  by  the 
large,  irregular-shaped  particles,  as  well  as  strong  attenuation,  are 
involved.  The  oil/rubber  fire  generated  dense  black  smoke  that  was 
totally  opaque  to  the  0.7-um  Ildar,  while  the  10.6  i;m  transmission  mea¬ 
surements  Indicate  a  "worse-case"  transmission  of  approximately  6t. 

ft.  Recommends  t  ions 

The  following  suggestions  for  further  ASL  lidar  system  improvements 
to  develop  an  optimum  lidar  system  for  remote  observations  of  dense  dust 
and  smoke  result  f rimi  svstem  evaluation  during  DIRT-I. 

(1)  The  ASL  lidar  should  incorporate  recording  capability  and  some 
field  evaluation  processing  capability  that  can  be  upgraded  as  required. 

(2)  Multiwavelength  operation  of  the  ASL  lidar  should  be  adopted. 
The  Nd : YAC  laser  would  be  a  logical  choice  for  the  second  wavelength 
because  of  current  military  interest  in  the  1.06  ;jm  wavelength.  Other 
wavelengths,  such  as  5  v,m,  should  be  considered  in  future  expansion. 

(3)  Angular  scanning  should  be  implemented;  use  of  the  LDV  scan¬ 
ning  svstem  is  a  possibility. 
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(4)  The  TV  observations  during  the  DIRT-1  program  provided  a  verv 
useful  processing  and  operational  aid  and  should  be  adopted  as  part  of 
the  system. 

(5)  Suggested  ASl.  system  operational  Improvements  involve  the 
following  components: 

The  HgCdTe  photodiode  detector/ ampl 1 f ler  which  should  be 
modified  for  di  coupled  operation  to  prevent  coupling  capacitor  charge 
build-up  causing  negative  overshoot  In  data. 

The  ASl.  log  amplifier  which  should  be  modified  to  provide  a 
lower  1 requencv  response.  The  current  1  kHz  1 ow- f requcnc v  response 
should  be  lowered  to  10  Hr  to  prevent  large-ampl 1 tude,  wlde-pulse  Inputs 
from  causing  overshoot  that  forces  the  log  amplifier  through  zero. 

The  t  ransml t /receive  mirror  which  should  be  modified  for  finer 
and  more  stable  control. 

Finally,  general  van  renovation  should  be  performed  to  improve 
lighting,  air  conditioning,  and  ac  distribution.  The  van  is  also  in  need 
of  weather  stripping  and  painting. 
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APPENDIX  A 

D1RT-I  DATA  EVENTS  F-5,  6.  7.  8 
(October  13,  1978) 
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APPENDIX  B 
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